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Purpose/Objective: To present a new method that determines an 
optimized IGRT couch correction vector from a displacement vector 
field (DVF). The DVFs are computed by a deformable image 
registration (DIR) method. These DVFs describe setup variations and 
deformations of the patient anatomy in control-CTs in respect to 
planning-CTs. The proposed method can improve the quality of 
volume-of-interest(VOI) alignment in IGRT, and can serve as a 
decision-making aid for re-planning.  
Materials and Methods: The method is demonstrated using the CT 
data sets of 11 head-and-neck cancer patients with daily kilo-voltage 
control-CTs. A DVF is computed for each control-CT using an 
automatic DIR algorithm based on a template matching technique. 
The DVF is used for voxel tracking and re-contouring of the VOIs in the 
control-CTs. Then a rigid body transformation, which can be used as 
couch correction vector, is optimized. Aim of the optimization process 
is to find a vector and rotations that map the deformed VOIs into a 
specified territory. This territory is defined by a margin extension of 
the VOIs at the time of the planning process. Within this extension, 
VOI motion and deformation is tolerated. The optimization process 
considers pre-defined geometrical constraints of all VOIs considered 
relevant for patient alignment. The objective function in the 
optimization process is the sum of all volume fractions outside the 
defined territories. The optimization method used to find the 
minimum of the objective function is a widely used simplex algorithm. 
The method can also serve as a decision-making aid for re-planning: In 
this study, we chose the 'action level' for re-planning to be 2 volume-
percent of each VOI. If this criterion is exceeded by any VOI, re-
planning is assumed to be necessary. 
Results: Using the proposed method results in smaller fractions of the 
VOIs lying outside the defined territory after the IGRT correction. In 
comparison to a standard IGRT correction, which uses a rigid 
registration method, the method is able to find more frequently a 
correction vector that fulfills the optimization goal. Also comparison 
of the standard IGRT correction with a version of the optimized IGRT 
strategy that does not consider rotations in the optimization process 
shows that in more fractions an acceptable alignment of the VOIs is 
achieved. 
Conclusions: The knowledge of the deformation of the anatomy 
allows the determination of an optimized rigid correction vector, 
using our method. The method ensures controlled mapping of the VOIs 
despite small deformations. The manual choice of a region for 
registration when using IGRT will be superseded. The proposed 
method can also serve as a decision-making aid for re-planning or 
best-plan-of-the-day concepts. If no optimized vector can be 
determined, re-planning should be considered. Additionally, the 
method helps to standardize the re-planning process and make re-
planning decisions more reproducible. 
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Purpose/Objective: Recent evidence supports the use of adaptive 
planning in IMRT for H&N SCC. The use of adaptive planning with 
VMAT delivery is unknown. We performed a retrospective planning 
study to identify whether adaptive planning should be applied with 
delivery using VMAT.  
Materials and Methods: A retrospective analysis was performed on 27 
consecutive patients. A repeat planning CT at fraction 16 was 
delineated. For delineation on the repeat scan, the original GTVs and 
CTVs were copied and pasted from the original scan onto the repeat 
scan and volumes were adjusted for changes in anatomy position, but 
were not reduced in size. A non-adaptive plan was created by 
recalculation only and an adaptive plan was created by re-
optimization and re-normalization. 
Results: 87% of patients received neo-adjvuant chemotherapy. The 
mean absolute improvement reduction in conformity number and the 
D99 of the dose in PTV_HR was 0.06 (S.D. = 0.06) and 5.2% (S.D. = 
6.67) respectively. The mean absolute improvement in conformity 
number of PTV_LR is 0.03 (S.D. = 0.03). In terms of organs at risk, the 
mean difference in maximum dose to spinal cord, brainstem and mean 
contralateral parotid were 0.3Gy (S.D. = 1.5), 0.2Gy (S.D. = 0.9) and -
0.5Gy (S.D. = 2) where positive is improvement. These were a 
heterogeneous group of patients with median weight loss of 4.5kg 
(range -0.2kg to 11.3kg), median separation change at C1 and thyroid 
notch 0.5 cm (range 0 to 2.7cm) and 0.4cm (range -0.1 to 2.2cm).  
Conclusions: Although we present a clinically feasible method of 
adaptive planning, in contrary to similar series there was very limited 
benefit to adaptive planning. This may be due to the use of VMAT, the 
high use of neo-adjuvant chemotherapy or patient selection. The 
small proportion of patients likely to benefit are likely to be in the 
group with changes in separation or weight, however robust data to 
confirm this awaited. 
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Purpose/Objective: To evaluate the total lung volume and Normal 
Tissue Complication Posibility(NTCP), V20 , V10 and V5 values for non-
small-cell cancer (NSCLC) patients by using two different image 
window level adjustments on auto-contouring options while keeping 
same tumor covarage and dose distribution. 
Materials and Methods: Treatment planings were performed for 15 
patientswith non-small-cell cancer using IMRT at our clinic.All patients 
underwent CT scan; 5 mm slice thickness (Siemens Emotion Duo) in 
supine position with the standard wing board. A dosimetric planning 
studies were performed except total lung. The treatment plans were 
generated with Prowess Panther 5.01 for delivery with 6 MV on a 
Siemens Artiste linear accelerator with a 80 pair MLC. All the plans 
were subsequently generated using consistent planning parameters 
such as optimization parameters and total dose. After finishing IMRT 
optimization for all patients by using contours obtained from 
Mediastinal window-level (W:635, L:2) , the total lung’s contour was 
regenerated by using Lung window-level (W:1200,L:-400). For creating 
two different total lung volume, the auto-contouring option were used 
on treatment planning system (TPS). The total lung DVH parameters 
were compared with NTCP, V20,V10, V5 values and volume changes . 
Results: According to the data obtained in this study when doing auto-
contouring, by using appropriate of image window level is significantly 
important. This settings affects the NTCP, V5, V10, V20 values and 
volume changes for the total lung. The differences of NTCP, V5, V10,V20 
values and volume changes were respectively 10.41%, 3.61 %, 13.2 %, 
10.8 %,and 15.96%. 
Conclusions; The auto-contouring options are commonly used at work 
faster clinical intensive operation.This study showed that both image 
window level differed significantly, care should be taken when auto 
conturing options as the choise of selection image window level value 
influence the risk of complication posibility reduced. 
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Purpose/Objective: Since dosimetry of brachytherapy is no more 
planned on orthogonal radiographs but on CT-scan, we noticed uterine 
perforations. This observation involves the removal of brachytherapy 
disposal and a second brachytherapy procedure. This implies risks of a 
second general anaesthesia, delay of brachytherapy and 
organizational difficulties. Ultrasonography is capable of determining 
limits of uterus. This retrospective study assesses the benefit of using 
US for image –guided cervical cancer brachytherapy to reduce uterine 
perforation in our clinical practice. 
Materials and Methods: From November 2011 to April 2012, 21 
patients with cervical cancer underwent brachytherapy after pelvic 
radiotherapy with/without concomitant cisplatin chemotherapy. We 
used Trans-abdominal and/or Trans-rectal US in operation room. 
Uterine perforation was defined as penetration of uterine serosa by 
uterin tandem applicator on pelvic MRI or pelvic CT-scan. 
Results: 20 applications were assessable (one patient had no pelvic 
CT-scan or MRI). Median age was 57 years old. There were 15 
squamous cell carcinomas, four adenocarcinomas and one mucinous 
carcinoma. When US was not done, there were four uterine 
perforations (31%) and nine proper applications (71%). When 
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intraoperative US was done, there was one uterine perforation (14%) 
and six proper applications (86%).There was no statistical difference 
(Fisher's test = 1). 
Conclusions: Real-time US guiding for cervical cancer brachytherapy 
decreased proportion of uterine perforation. A larger study would be 
needed to bring out a statistical difference. For our daily practice, we 
now use systematically US imaging during cervical cancer 
brachytherapy procedure. 
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Purpose/Objective: Cranial stereotactic treatments are planned with 
Volumetric Arctherapy (VMAT) and delivered with an accelerator 
TrueBeam (STX-HD) / Varian. Several arcs are defined with three 
iscocentric treatment table rotations. The images used to control the 
positioning are obtained only with the KV imager OBI (On Board 
Imaging). The accelerator room does not contain any additional in-
room imagers. Each table rotation is validated with specific planar KV 
images. 
Materials and Methods: The patient positioning is assessed with the 
help of a CB-CTcompared to the reference treatment planning CT. An 
automatic table displacement is performed when set-up errors 
appear. This position being defined as a reference; two additional 
anterior and posterior planar images are performed.Three markers are 
placed on the tabletop (MT), on the mask at the front isocenter 
projection (MI) and on the patient's skin (MP) through a hole above an 
orbit. Positions of the 3 markers in the orthonormal coordinate system 
are recorded (L-R and H-F directions). The markers positions are then 
compared to those measured at the other treatment table rotations. 
The A-P table position is measured and recorded for all table 
rotations. 
Results: The A-P table position measurements are within 1 mm. 
The evaluation involved 1094 measurements of 360 images and 15 
different sessions. The images comparison is carried out for three 
markers in the two orthogonal directions. The measurement error, 
due to the use of a graphic rule, is estimated to be 0.2 mm.The 
evaluation is performed for each marker (MT, MI, MP). The maximum 
deviation is, respectively, 0.9, 0.9, 4.2 mm. The average deviation is, 
respectively, 0.4, 0.3, 0.4 mm. The standard deviation is, 
respectively, 0.3, 0.2, 0.5 mm. 
 
 
Conclusions: Knowing that no additional in-room imagers are used, 
comparing the position of every marker between the images obtained 
at table rotations, relative to the reference position, ensures the 
traceability of each non-coplanar position. The three markers provide 
additional information on the three elements (table, patient, mask) 
related to the target. The results are consistent with the mechanical 
precision of the TrueBeam accelerator and its treatment table. We 
finally validate the safety margin PTV set to 3mm. 
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Purpose/Objective: In radiotherapy treatment, most of the setup 
verification systems, as portal imaging device or cone beam computed 
tomography (CBCT), use ionizing radiation. These systems give an 
additional dose of radiation to patients and this can be an issue for 
use on daily basis. A completely different approach is achieved by 
surface imaging systems which compare the external body surface 
acquired with an optical system with another of reference. The 
absence of any additional radiation exposure make surface systems an 
interesting solution for daily repositioning checks. The aim of this 
work is to investigate the performances of Sentinel, a laser/camera 
surface imaging system, when used on patients. The system accuracy 
was evaluated comparing registrations results from concurrent 
Sentinel and CBCT acquisitions of patients being treated in the thorax 
or pelvic regions. System employment conditions and patient setup 
procedures that provide more accurate results are also reported. 
Materials and Methods: The system was tested on two groups of 
patients. In first group 11 patients were treated in thorax and 22 in 
pelvic regions. No changes to the usual setup procedures and a surface 
extension limited to the treated region was considered for patients of 
the first group. For the second group 6 patients were treated for 
cancer in the pelvic region and 8 in the thorax region. For this group 
the reproducibilityof external body surfaces was optimized and a 
wider surface was captured. All patients were CT scanned using a 
Philips Brilliance Big Bore with 3mm slice thickness. As reference 
external body surfaces extracted from planning CT studies were used. 
For the second group also surface data captured by Sentinel system at 
the first treatment was employed. All patients were treated using an 
Elekta Synergy® beam modulator Linac equipped with an HexaPODRT 
CouchTop and an XVI CBCT. In all the considered cases the system 
accuracy was evaluated comparing registrations results from 
concurrent Sentinel and CBCT acquisitions. 
Results: Better performances were observed for the second group of 
patients. Mean absolute differences between CBCT and Sentinel 
registration results were less than 2.7 mm and 0.9° and 2.8 mm and 
1° for thorax and pelvis respectively. No advantage in considering 
surface data captured by Sentinel as a reference instead of the 
surface extracted from the planning CT was observed. For the first 
patient group mean absolute differences between CBCT and Sentinel 
were less than 3.5mm and 2.1° and 3.7mm and 1.3° for thorax and 
pelvis, respectively. For a small percentage of the considered 
cases,differences of up to 8mm between CBCT and Sentinel were 
obtained. 
Conclusions: The accuracy of Sentinel system is influenced by the 
extension and reliability of the surface used. No advantage in 
considering a Sentinel acquisition as reference was observed. 
Differences between CBCT and Sentinel registration parameters 
resulted less than 6 mm and 2° in the 90% of the pelvis and thorax 
considered cases.  
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Purpose/Objective: Tomotherapy integrates a slow MV-CT scanner 
that can partly render tumor motion. In terms of density distribution, 
it bears some similarity with the averaged kV-CT, reconstructed from 
the planning 4D-CT without binning. We used this similarity to 
validate a tumor-based correction protocol for helical treatment of 
bronchial tumors. 
Materials and Methods: MV-CT and 4D-CT of a sphere placed on the 
BrainLab moving platform and an anthropomorphic phantom (Dynamic 
Thorax Phantom,Model 008A, CIRS, Norfolk, VA) were acquired. These 
acquisitions were performed with various motion amplitudes (10, 15, 
20 and 30 mm), directions (cranial-caudal (CC) and left-right (LR)) and 
periods (3, 4, 5 and 6 s). For each acquisition, the averaged kV-CT was 
reconstructed from 4D-CT data without binning and rigidly registered 
with the corresponding MV-CT. Different kV–MV registration on a 
region of interest strategies have been assessed, using as a metric 
either (1) the sum of squared voxel intensity differences (SSD-IR), (2) 
the normalized correlation (NC-IR), registration of the centres of mass 
estimated from either (3) voxel intensity distribution (VI-CM) or (4) 
masks delineated witha threshold-based method on MV-CT and the 
internal target volume on averaged kV-CT (M-CM). The registration 
between the static positions of the phantom on kV- and MV-CT was 
used as a reference to compute the residual registration errors of the 
various motion scenarios.  
Results: Considering only motions with amplitude of 20 mm, period of 
4, 5 and 6 s, in LR and CC direction, our preliminary results indicates 
that the NC-IR strategy leads to the smallest error, i.e., 1.5±1.4 mm 
(mean±1SD), although no statistically significant differences were 
observed for this registration method compared to the others (p-
values of 0.35, 0.24 et 0.17 compared to (1), (3) and (4) respectively). 
Target motion parameters causing resonance effects with the gantry 
